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Optical Instrumentatiol~for o’n-line~alysiE of Chemical ProceEses*

A. Hartford, Jr., D. A. Cremera, T. R. Loree, G, P. Quigley, L. J. RaclziemskirD. J. Taylor

University of California, Los Ala.mIosNational Laboratory, Chemistry Divieion
P, 0. Box 1663, L03 Alamos, New Mexico 87245

Abntract

Optical diagnoatico provide tie ~:apability for nonintrumive, on-line, real-time
analyaitaof chemical process streams. Several laner-baued methods for monitoring fossil.
energy procenmes have been evaluated. Among the instrumentation techniques which appear
quite promising are coherent anti-Stokes Reman spectroscopy (CARS), laser-indu~eilbreak-
dowl]Spectro-cop (LIBS),

1
and nynchronoufidetection of laaer-induced fluorescence (SDLIF).

A CARS diagnost c wad implemented on a coal ga~ifier and waa successfully empiz;=d Lo
meaoure mpeciea conl:entrationoand temperatures wi-tiin the process dtream. The LIBS
approach han been ur,edto identify total trace impurities (e.g., Na, K, and S) within a
gasifier. P.ecently,individual compone]~tsin mixtures of aromatics hydrocarbons have been
rssolved via the eynchronoum detection cf laner-induced fluorescence.

]ntrodurtion

Optical diagnostic instrumentation for monitoring chemical proceEs otreams offere a
number of adv~ntagernover more conventic,nalapproaches. Typically, conventional tech-~iquea
involve mample extraction followed by chemical analyaia. Since the analytical procedures
can often be time consuming, excursions in the composition of the process ●tream which
occur during the ●nalysis will go undetected. Moreover, the Bampling process itself can
introduce ●iterations in the composition of the material to be analyzed. In contradis-
tinction optical instrumentation techniques allow nonintrusive, direct monitoring of the
procemm mtream ●nd provide real-time response.

Coal gasification ●treamo provide a severe tent of potential optical diagnostic tech-
nique, because high presmures, elevated temperatures, and high particulate loadings are
typically encountered. in the gamific~ltionprocens steam and air are combined with coal
at hiqn temperature, producing primar~ly carbon monoxide (CO), hydrogen (H2), numerous
hydrocarbon, and much undesirable npeciau am mulfur and nitrogen compounds. Contaminants
much ao ●lkali matalrn (medium and potasoium) present in the feed coal are almo typicall}
carried in the product gas ●tream. For olactrical power gene”acion, the gas can be
direct.lycombusted to drive gas turbj.nesor used in electrochemical enerqy conversion
dcvicus (fuel cell~), In gas turbine application ●lkali metals in the pro(luctqa6 can
caufiecorromion of the turbine bladem, while variations in tl19composition O( the primary
product can affect the heating value o~~the gan. Sulfur compoundu can reaul~ in poisoning
of fuel cell electrodes, thereby decreasing the lifatime. Clnnequently, real-time, full-
flow monitoring of coal gasifierm and l:heir●ssociated clean-up trainE is ultimately vital
for active control and to enrur~ th~l: the composition of tl.-output IJaS9tream remain
within amtablifihedmtandardm.

Preliminary taste of neveral o tical diagnostic techniqu~o have ●stabllohed that
f’real-time monitoring of the compomit or of coal

?
aaifiar etrenm~ is indeed pomnibla. Both

majority (N2 ●nd CO) ●nd trace (HIS) ct)mponents n the procamn stream of a ntirred, fixed-
bed gamifier have boon detactad using coharent ●nti-Stoke8 Reman ■pactroscopy (CARS).
Laser-induced breakdown npectromco y (LIBS) has been used to monitor alkali metalm as well

f●s the sulfur content in coal gas fierll. Although not y~t implemented on a coal gasifler,
initial laboratory svmluation of th~ tynchronoum detaction of laser-induced fluorescel~ce
(SDLIF) indicat~s thim tnchnique to bd, ● potentially useful moanc fol datecting aromatic
hydrocarbon,

Coh@r@nt Ra.mn D@nosticB for Coal CJacifiers

Coherent &nti-Stoka8 Ramn mpactr{mcopy and ralatcd coharant Raman technique are
promising optical diagnostics for tho meumurammnt of speciornconcentration in the gas

strsams of coal gasifiaru. In CARS, two las,r b,am- whose fr~quency difference equals the
Raman-allowed vibrational frtquency of LIM molecul~ being probarlcreate ● third lamer-like
baam at th~ anti-stokes frcquancy (uAs = 2UP - uS, where UP and US ●re the pump and Stokes

*Work pcrformod under tho auspices Of the US DOE.
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frequencies, respectively) via the resonantly enhanced third-order nonlinear susceptibility

A typical laboratory CARS system based on a Nd:YAG-pumped dye laser is shown in
Fi~. 1. The intensity of the generated anti-Stokes beam can be related to the ❑olecular

density (number of molecules/cm3), while

%’ “ ‘]

D@JBLED-YAO
the variation of the intensity ac the u

PD dye laser frequency is scanned through
832nm, 10Nx the Raman resonance can be related to

temperature. Since each molecule has its
own characteristic Reman frequency, each

Vp can be probed in turn by tuning the dye
M lamer.-.

LASER

P

to the required frequency dif-

1~11

ference, Alternatively,. .-. should simul-
tmeou6 monitoring of several species

>
A concentrat.ionsbe required,+. a munber of

* w, dye lasers,

ti’ ““ “-

each tuned for a different

Vg u~ Vg
molecule of interest, can be incident

CELL simultaneously with a single fixed-
frequency pump laser. The various anti-

PE Stokes beams can then be sampled by an
array of detectors. Because CARS 1s a

CARS
coherent parametric process, achievement
of maximum CARS @ignal requires phase-
matching;

Figure 1.
in relatively dispersionless,

CARS monitoring system. low-pressure gases, pha6e-matchinq is

the inciden: lnser be-ins.
accomplished for collinear propagation of

The strongest CARS signals, and hence best signal-to-noise
ratio (SNR) and detectability, are achieved with high peak intensity laser beams available
from pulsed lasers, ●specially from the doubled-YAG/dye laser system.

CARS has a number of advantages that make it particularly well-suited as a diagnostic
technique in a hostile enviroruncntsuch as a coal gasifier. The output signal is a laser-
like beam, which enhances its collection)efficiency and separation from the input laser
beams and interfering incoherent light, The output frequency, v is shifted to a higher
frequency thhm those incident, thereby eliminating spectral i~rference from undesired
fluroescence or scattering excited by the input lasers. All molecular species of interest,
including homonuclear diatomics, display characteristic CARS signatures. Good spatial
resolution i~ attainable with CARS, ●ither by focusing in a collinear geometry or by a
crossed-beam Ieometry (BOXCARS). Unlike laser-induced fluorescence, the CARS signal 16
not diminsiheu by +enching (energy txansfer to other states). The CJ!RStechnique dOe6
suffer from a number of drawbacks for use in coal-gasifier monitoring. Most imputant of
these, particularly in determining the suitability of CARS for monitoring of minority
spacies, is int?,rferenceby the nonresonant electronic susceptibility of majority species,
This background ,qignalsets a limit on the minimum detectable concentration of a minority
tspecies. Other potential problems include the necessity for phase-matching, the nonlinear
dependence of CA,RS signal with species density, and signal degradation by particulate
absorption or scattering.

Field tests of the CARS technique were performed on the Morgantown Energy Technology
Center (METC) 42 in, gasifier/cleanup train. The CARS ●xperiments were undertaken in the
hot (-1000 K), dirty (tar-laden) gas-stream following the gamifier ●nd cyclone. Los Alamos
designed N1-purged optical windows were mounted on this oection of the 8- to 10-in. pipe.
The pressure in this portion of the procems stream was 200 psi. When the gasifier com-
menced operation u6inq anthracite coal, a HeNe laoer beam transmitted through the gas-
stream emerged as a dancing, laser-like spot due to hot-gaa turbulence. When the gasifier
was switched to bituminous noal, the HeNe laser power emcr ●d au OnlY a dim diffuse 910w
with <2% of the incidanr power collected in -17 mr. f‘fhs change in the transmission
characteristics was caused by strong optical scatterin

?
wj.thinthe gae stream. Moreover,

whan ● focuned puload lastirbear illuminated the bitum nous gas stleam, the emerging light
consisted of multiple bright spots with random angular variations on ● dim, diffume back-
ground, The cause of this phenomenon is unknown. This mtrong optical mattering precluded
conventional CARS in which abnolute density maaaurements ●re posoible. Under ●uch con-
ditions only ratios of concentration can be made by CARS, preferabl

1
relat.ivato the most

stable constituent Na, Therefore, as nhown in Fig. 2 and 3,
CARS signals from N2 al$dCO,

we exam nod consecut!.velythe
from which we estimata [L’01/[Nz] ● 0.34. Based upon a GC

analysis which indicated 48,%Na, wc thus were abl~ to es~imate from CARS that the CO con-
centration waa 17 i 10%, tiithuncertainties due to noime ●d sumceptibllity ratio. ‘TheCO
determination via CARS comparea favorably with the GC ●nalysis of 23%. The spectral width
of a slower CARS scan of N2 yiel,dcd● temperature ,stimate of T ■ 1015 K in the gaa-~tream,
compared to the cro-aover temperature of 922 K. With the dye Lamer wavelengtilaet at the
CARS peak, the fluctuation in the CO CARS ●iqnal (Fig, 3) significantly ●xtended the
fluctuationrnin tho Na CARS siqnal (Fig, 2), Th@ Na mignals ●re probably indicative of the
CARS SNR am Iimitod by tit!random l}riqhtapota. Tho larger fluctuations obcervad in CO may
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Figure 2. N2 CARS signals obtained on the Figure 3. CO CARS signal obtained on the
KSTC fihed-b-d coal gasifier. METC fixed-bed coal gasifier.

thus repre8ent true concentration fluctuations, obse~ed in real-time with 2-s resolution.
The CARS obse~ation of H2S showed a diepernion-shaped signal (Fig. 4) and yielded an
estimate of 0,22% for the H2S concentration, compared tc a gas chromatographic value of
0.35%. The detectability wa8--400 ppm.
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Figure 4. HIS CARS signal obtained on the METC fixed-bed

Laaer-induced Breakdown Spcctroacopy

coal ga6ifiero

Laoer-induced breakdown sDectroscom (LIBS) is @ variant of the classic techniaue of
electric spark mpectroncopy,
for more than a century,

‘which ha~-bean a-common form of atomic emi~sion spectroscopy
In LIBS a spark is formed in air by focusing a sufficiently

ener etic, pulsed lamer beam.
?

The air and other components in the opark-plasma volume are
atom zed and excited. Emimsion from the excited species allowa identification of parti-
cular elements baaed on their characteristic wavelength, which can be detected spectros-
copically. The laaer ●park requires no electordes, im relatively independent of the wRve-
lengtllof the laoer, and can be Lime-remolved to discriminate against spectral lnter-
ferenc~s. A typical LIBS apparatum ia chown in Fig, 5.

In aituationm requirlnq atomic species detection,
for LIBS is remarkably broad.

the range of potential applications
The capability of obtaining real-time information from

virtually any kind of sampla, ●t virtually ●ny location, with qood aen~itivity ●ven in
hostile ●nvironmentm, puts few rastrictiono on poaaible uoam.

The LIBS detection of sodium ●nd potaarniumin coal qanifier ctraams was demonstrated
on tha ●tmospheric presalwe gamifier ●t Briqham Young University. The alkali metala are
primarily prenent in particulatoo ●ntrainod in the

?
●s strmm and accordingly, the field

ta-tm wera carried out at ● point in the gaalfier exh biting high particulate loading, The
●odium doublet at 589 runwa~ one of the morntprominent ●pectral featuree observed aa nhown
in the ●urvey np~ctrum in Fi , 6.

1
In suhetquent laboratory trials, sodium wan detected at

●pproximately 4 ppb (wt/wt Add~tional teoting on the coal cjaoifierat METC,
indicatsd that the sulfur cont~nl?%o~Ld be monitored.
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Figure 5. LIBS configuration on the BYIJ
gasifier.
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Figure 6. LIBS detection of sodium on
the BYu gasifier.

Synchronous Detection of Laser-Induced Fluorescence

ladser.r~duced fluorescence (LIF) is a widely used technigue for measuring minute
concentrationfiof molecules and free radica18 In the liquid and gaseous phases. For
strongly fluorescing molecules detection at the parts-per-billion level, or even parts-
per-trillion, is achievable. The difficulty with LIF is thus not onc of sensitivity, but
rather selectivity. For large organic mclecules (e.g., aromatic hydrocarbons) the
fluorescence spectra are typcially on the order of 100 nm in width. Hence, in complex
mixtures the fluorescence from several components may bc severely overlapped, making it
difficu.?tor impossible to identify individual constituents.

There is fortunately, a way to distinguish between the fluorescence from a particula.
moelcule and the fluorescence ar!sing from other species iri the presence of the substance
of interest. This technique is called synchronous detection of laser-induced fluorescence.
This process results in an artificial narrowing of the fluorescence width of ●ach of the
molecules excited by the laser, so that the fluorescing?components of a complex mixture can
be resolved and identified. The reduction is accomplished by scanning a narrow-btindexci-
tation source synchronously with the narrowband detector (e.g., a spectrometer with a
photomultiplier tube at the output slit), at a fixed wavelength separation (AA). What is
measured is the overl&p integral of the excitation and emission s ectra, where AA is a
wavelength 6hift that optimizes the overlap ana hence the 6ignal f
bandwidth.

ntensity and spectral

Figure 7 ghows a block diagram of the ●xperimental setup ueed to perform synchronous
detection nf LIF. A wavelength tunable dye laser conve~ted to the ultraviolet by a wave-

Figure 7. Apparatuu for the oynchronoun detection of laaer-induced fluorescence,



length extenoion system excites the sample in the cell. The resulting fluorescence is
veiwed in the transverse direction by a spec”~ometer that is being scanned at the same rate
as ‘he laser, but is at a fixed wavelength separation, ‘L ‘AS ❑ ‘A’ Here AL and AS are
the laser and spectrometer wavelength, respectively.

To determine whether SDLIF is a viable technqiue for resolving individual components in
complex mixtures, initial studies were performed on a solution containing four anthracene
derivative. The fluorescence spectra of each of the components are severly overlapped, to
the extent that the fluorescence from the mixture contains no discernible structure (see
Fig. S). However, by performing a synchronous scan in the region between 390 and 415 run,
the 9,10-diphenyl anthracene component is readily resolved (Fig. 8). Synchronously
detected spectra of coal tar samples from the METC gasifier were also recorded. The result
for the SDLIF from the tar bsses (which were dissolved in hexane) shows two distinct,
fully-resolvedpeaks (Fig. 9). The tahorterwavelength peak haB been tentatively identified
as 9,10-diDhenvl anthracene. The Desk on the lona wavelength end of t>e scan has not vet
been”ident~fle~ but is located in ‘theregion of ti-espectr& where we ●xpe~t to see ben~o-
a-pyrene.

? r----’
r 1 1

I

Figure 8. Detection of a single component of a
complex mixture of PAH’s via SDLIF.

Conclusion

Encouraging results have been obtained in
optical diagnostic techniques. When implemented on coal_gasifiers, real-_timedetection
capabilities have been clearly demonstrated by both the CARS and LIBS techniques. In
addition, the spectroscopic methods have been shown to possess high specificity for parti-
cular process-stream con~tituents. Ba~ed on these initial successes, it appears that
on-line optical instrumentation may prove quite beneficial in diagnosing various chemical
processefi.

WVCLCWTH (~)

Figure 9. Determination of the carcin-
ogenic constituents of a coal
tar sample.

monitoring fossil ●nergy processes with


